[Principles of modern determination of refraction].
Electronic data processing systems are being used increasingly to support traditional ophthalmological and optical examination methods. Although the accuracy of the instruments has not increased substantially as a result, measurements have become far easier to perform and examination times have been reduced. The patient is thus subjected to a minimum of stress. The time saved should be used, e.g., for a personal conversation with the patient.